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female caste has been abolished and its reproductive function trans- 
ferred to gynaecoid workers, i.e., to forms differing from ordinary workers 
only in their ability to produce worker as well as male offspring. It is 
very probable that even this abolition of whole casts has been accom- 
plished by very slow and gradual processes and not by sudden varia- 
tions, or mutations. 
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REFRACTIVITY DETERMINED IRRESPECTIVE OF FORM, BY 
DISPLACEMENT INTERFEROMETRY 

By Carl Barus 

DEPARTMENT OF PHYSICS, BROWN UNIVERSITY 1 
Communicated December 13. 1916 

1. Introductory. — Some time ago 2 I made a number of experiments 
on the use of curilinear compensators in connection with the displace- 
ment interferometer. It is obvious that the curvature in such a case 
must be very small, so that single lenses for the purpose are not easily 
obtained. The use of a doublet of two lenses of the same glass but 
respectively convex and concave, meets the case fairly well, the neces- 
sary refracting power being obtained by spacing the doublet. Lenses 
of about one diopter each gave the best results, bringing out fringes 
of quasi-elliptic and hyperbolic symmetry in great variety. 

Later it appeared as if plates of different varieties of glass, as for 
instance crown and flint, if placed in the two interfering beams would 
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produce the same phenomena. The flint plate used, however, proved 
to be inadequately plane, so that the result is in doubt. 

More recently I have endeavored to secure similar results by submerg- 
ing the lens (convex or concave) in a liquid of about the same index 
of refraction. This method would seem to be interesting in other 
respects; for it is probable that the index of the solid may be deter- 
mined in this way irrespective of form. 3 If for instance the liquid 
and the solid have the same index, one would be tempted to infer that 
the latter may be removed or inserted, without displacing the center 
of ellipses at the particular wave length under consideration. The index 
of the liquid in place is then also determinable by the interferometer, 
to a few units in the fourth place. Unfortunately the problem is not 
so simple. 

If experiments of the present kind are to be accurate, it is obvious 
that the walls and cavity of the trough in which the lenses are to be 
submerged must be optically plane-parallel. Otherwise some compen- 
sating adjustment must be made at the opaque mirrors of the inter- 
ferometer and for this no adequate allowance can be made. It did not 
however seem worth while to provide expensive apparatus, before the 
method had been worked out in detail. Accordingly the present ex- 
periments were conducted with troughs of ordinary plate glass put 
together by myself, and little attention was given to absolute values 
of index of refraction, as such. 

2. Preliminary experiments. — The first experiments were made on a 
large linear interferometer with distances of nearly 2 meters between 
the mirrors. The rays in such a case are all very nearly parallel. Sun- 
light, arc light or the Nernst filament were each available for illumina- 
tion. With a very long collimator (2 meters) and wide single lens ob- 
jective (10 cm. or more), the Nernst filament may be used directly in 
place of the slit. 

On inserting the trough with a thickness of 1.3 cm. of CS 2 solution 
normally into one component beam, the original very large ellipses were 
reduced in size and rounded as usual to smaller circles. Submerging 
a convex lens (1 diopter) into the liquid until the beam passed symmetri- 
cally through it, changed these circles to very long horizontal spindles. 
A concave lens similarly produced horizontally very eccentric hyperbolae. 
All these fringes lie considerably in front of the principal focal plane of 
the telescope and the abnormal forms are necessarily relatively faint. 
They change in shape and intensity with the focal plane observed. 

On mixing CS2 with kerosene (about equal parts) types of fringes 
shown in figure 1, but with many more lines, were obtained. This is 
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a combination of both spindles and hyperbolae. Probably three layers 
of liquid are chiefly in question, viz., kerosene, kerosene + CS2, CS 2 , 
and the three stages of form and the sinuous lines correspond to them. 
Fringes were sharp only if viewed in front of the principal focal plane 
of the telescope. 

3. Apparatus. — To obviate the tremor of apparatus which is inevitable 
in the case of the long distance interferometer, the parts were now 
screwed down at short distances in the cast iron block B figure 2. Here 
the ranges MH, HN of half silvered plate, H, and opaque mirrors M, 
N, did not exceed 14 cm., but this gives ample room for the manipula- 
tion^of a the trough t placed normally in the beam MH. White light en- 




ters, by|way of the collimator SC at any convenient angle (as this does 
not occur in the equations) and = 60° was used. The opaque mir- 
rors M (and preferably also N) are on micrometers with screws normal 
to their faces and each must be provided with adjusting screws relatively 
to horizontal and vertical axes. An elastic fine adjustment (not shown) 
is desirable. The block contains a number of screw sockets, b, for attach- 
ing subsidiary apparatus. The trough, /, should preferably be attached 
to an independent supporting arm, not connected with B and be re- 
vocable about two axes normal to each other. In such a case the posi- 
tion normal to the beam of light may be found from the reverse of mo- 
tion of the interference rings, while the trough is slowly rotated in a 
given sense. 
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The telescope T (relatively much enlarged in the diagram) is not 
attached to the block. It is to be used both as a simple telescope for 
the adjustment of the white slit images to horizontal and vertical coin- 
cidence, and as a direct vision spectroscope. The most convenient 
attachment for this purpose is the direct vision prism grating, G (film 
grating) , just in front of the objective of T. Two perforated thin discs 
of brass are useful for this purpose, one disc being firmly attached (like 
the cap) to the objective, the other to the flat face of the grating with 
the prism outward. A swivel bolt, a, between the discs, thus allows 
the observer to throw out the grating and use the telescope. A stop 
arrests the motion of the grating when it is rotated about a, back again, 
for viewing the spectrum. This plan worked very well and the ellipses 
obtained were magnificent. It was now almost possible to control 
the micrometer M manually and all hurtful quiver is absent. The 
fiducial line to which centers of ellipses, etc., are to be returned is always 
the sodium doublet, present in sunlight or the arc and artificially sup- 
plied by an interposed burner in case of the Nernst lamp. The tele- 
scopic lens need not be more than 2 cm. wide and cross hairs are not 
needed. For measuring dispersion the Fraunhofer lines B, C, D, E, b, F, 
were used. 

4. Equations. The useful equation for present purposes are given 
in a preceding report 4 and the following cases only need be repeated 
here. If e is the thickness of glass plate of index of refraction a; for the 
wave length X and if the equation ;u = A + B/\ 2 where A and B are 
constants be taken as sufficient 

n - 1 = A N/e - 2 B/\\ _ (1) 

where AN is the displacement of the micrometer at the opaque mirror 
M or N due to the insertion of the plate normally to the component 
beam in question. To determine ju, B must be known at least approxi- 
mately. It may be measured in the same adjustment, however, if 
two Fraunhofer lines are used fiducially. Let 8N be the displacement 
of micrometer to pass the center of ellipses from wavelengths X to X'. 
Then if e' is the thickness of the half silvered plate H, and R the angle 
of refraction within it, 

8 N = B(e + e' C osR + 2(e+^ 1 )) (£-£), (2) 

If e = 0, 

**.-*(• cos *+^)(£-£) (3) 
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which may be called the corresponding air displacement. Hence 

8N - 6Na 



B = 



3e 



x 2 x' 2 / 



(4) 



Here dN = 5N a = N - N' - (N. - N'.) = N - N a - (N' - N'.) 

so that the difference of the corresponding positions of micrometer for 
a given Fraunhofer line, with and without the plate, are to be found. 
The method is quite accurate as will be seen below. 'Mpre than two 
constants A and B may be taken if desirable, with 3 Fraunhofer lines. 

To return to equation (1), remembering that 2J5/X 2 is small, it is seen 
that the percentage accuracy of n — 1 and A N are nearly equal. Now 
A N for a plate 5 to 6 mm. thick and ordinary glass is about 0.3 cm. 
This may be measured within 10 -4 cm. or 3 parts in 10 4 of A N or one 
or two units in the fourth place of n the index of refraction of the glass. 
A much more serious consideration is the consistent measurement of 
the thickness of plate e, which must be given to less than 10~ 4 cm. if 
the same accuracy is wanted. Naturally this presupposes optic plate. 
Hence the data will be inaccurate as to absolute values from this cause. 
The plates used frequently showed increases of thickness of several 
10~ 3 cm. within a decimeter of length. Absolute values were however 
without interest in this paper. 

To show that less than 10~ 4 cm. is guaranteed on the micrometer 
in the placing of elliptic centers at the sodium line, the following pairs 
of results, made at different times and with entirely independent adjust- 
ments may be cited. The screw pitch was 0.025 cm. and the drum 
divided into 50 parts with a vernier to 0.1 part. 



FRADNHOPER LINE 


PITCH 
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PITCH 


DRUM 


DIFFERENCE 
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X85 

X85 

X85 

XX86 

XX86 

XXX86 


17.1 
23.3 
41.0 
14.9 
19.2 
36.6 


74 
74 
75 
75 
75 
76 


33.2 

39.3 

7.0 

30.9 

35.2 
2.6 


cm. 

0.25000+0.01695 
O.25OOO+O.O170O 
0.25000+0.01700 
0.25000+0.01700 
0.25000+0.01703 
0.25000+0.01703 


C 


D 


E 


b 


F 





X ellipses long horizontally X X circles XXX ellipses long vertically. 

The total difference is less than 10~ 4 cm. and probably due to the width 
of the Fraunhofer lines with deficiency of light at the ends of the spec- 
trum. Apart from the measurement of the thickness e therefore, the 
method is guaranteed for fourth place work. 
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A large number of experiments were made with lenses, etc., submerged 
in mercury iodide solution, data for which there is no room here. The 
curious result appeared that if the solution refracts more strongly than 
the submerged glass, and the lens is well centered as to the beam of 
light, the ellipses remain strong and clear. Hence the refraction of 
the solution and of the glass need not be identical. The dispersion B 
is particularly well determinable. The refraction at X in this case will 
be subject to 

K' = >' - 1+ 2£'/X 2 = M ~ 1 + 25/X 2 + AN/e 

when AN is the displacement produced on submerging the lens of thick- 
ness e at its middle and primes refer to the solution. The following 
is an example of results. K' for the solution is found as a whole from 
the full and empty trough. 

Lews e K' AiV ju 

cm. cm. 

1 diopter 0.138 0.6140 0.0078 1.5315 Ellipses strong 

2 diopters 0.200 0.6140 0.0107 1.5345 Ellipses strong 

5 diopters 0.248 0.6140 0.0187 1.5126 Ellipses faint 

10 diopters 0.447 0.6343 0.0205 1.5625 Ellipses vague 

The first two cases are good, the last two untrustworthy. To per- 
fect this method a solution must be found whose dispersion constants 
are not so enormous compared with glass as the mercury iodide solution. 

' Note from a Report to the Carnegie Inst, of Washington. 

2 Washington, Carnegie Inst., Pub., No. 249, 1916, chap, ix, cf. Amer. J. Sci., New 
Haven, 40, 1915, (299-308;. 

3 Mr. R. W. Cheshire, Phil. Mag., London, 32, 1916, (409-420), has recently used Topler's 
method for the same purpose with marked success. 

4 Washington, Carnegie Inst., Pub., No. 229, 1915, § 40, 41, 42. 



THE FOOD OF DROSOPHILA MELANOGASTER MEIGEN 
By J. P. Baumberger 

BUSSEY INSTITUTION, HARVARD UNIVERSITY 
Communicated by W. M. Wheeler, December 26, 1916 

In May, 1916, while rearing the banana fly on artificial media of 
fermented banana agar, 1 I observed that visible fungus growths seldom 
occurred in the presence of many larvae. Such growths did appear, 
however, after pupation or if only a few larvae were present. Examina- 
tion showed the surface growths to be largely yeast cells. 

Further investigation showed that adult flies, pupae, larvae, and eggs 



